INTRODUCTION
Intensity-modulated radiation therapy (IMRT), an advanced modality of high-precision radiotherapy, is widely used in cancer clinics. The primary advantage of IMRT is that the radiation dose conforms precisely to the three-dimensional volume of a tumor. Because the dose is aimed precisely at the tumor volume, the dose can be increased without increasing the risk to nearby critical organs. In order to achieve such high conformity, radiation fluence often has complex shapes, and dose distributions exhibit sharp gradients at their boundaries [1] [2] [3] [4] . Thus, in order to successfully carry out this state-of-the-art treatment, an intensive dosimetry is necessary during the implementation of the technique and treatmentverification processes [5] .
IMRT dosimetry can be performed efficiently when a well-designed IMRT-dedicated phantom is available. The required characteristics of the phantom can be summarized as follows:
First, the phantom needs to be able to provide dosimetry not only in homogeneous tissue-equivalent media, but also in heterogeneous environments that physically resemble lungs or bones. This characteristic is particularly important for IMRT commissioning, since disequilibrium at the boundary of different tissues is known to be more pronounced in small radiation fields [6] [7] . The accuracy of doses computed by radiotherapy treatment planning systems, therefore, needs to be verified [8] .
Second, the design of the phantom needs to allow for dose measurements with diverse types of radiation detectors, because choosing a suitable detector for small A LEGO-type multi-purpose dosimetry phantom was developed for intensity-modulated radiation therapy (IMRT), which requires various types of challenging dosimetry. Polystyrene, polyethylene, polytetrafluoroethylene (PTFE), and polyurethane foam (PU-F) were selected to represent muscle, fat, bone, and lung tissue, respectively, after considering the relevant mass densities, elemental compositions, effective atomic numbers, and photon interaction coefficients. The phantom, which is composed of numerous small pieces that are similar to LEGO blocks, provides dose and dose distribution measurements in homogeneous and heterogeneous media. The phantom includes dosimeter holders for several types of dosimeters that are frequently used in IMRT dosimetry. An ion chamber and a diode detector were used to test dosimetry in heterogeneous media under radiation fields of various sizes. The data that were measured using these dosimeters were in disagreement when the field sizes were smaller than 1.5 1.5 cm 2 for polystyrene and PTFE, or smaller than 3 3 cm 2 for an air cavity. The discrepancy was as large as 41% for the air cavity when the field size was 0.7 0.7 cm 2 , highlighting one of the challenges of IMRT small field dosimetry. The LEGO-type phantom is also very useful for two-dimensional dosimetry analysis, which elucidates the electronic dis-equilibrium phenomena on or near the heterogeneity boundaries.
KEYWORDS : IMRT, Phantom, Dosimetry, Heterogeneity radiation fields in IMRT can be a challenging and even confounding task [9] [10] [11] . In addition, the positions of the heterogeneous structures and the detectors in the phantom need to be geometrically adjustable to accommodate an analysis of dose and dose distributions under various conditions.
To the best of our knowledge, however, none of the commercially available phantoms simultaneously satisfy all of the aforementioned requirements. Rather, commercial phantoms entail restrictions in measuring the doses and the dose distributions that are specific to individual patient treatment conditions [12] [13] [14] . In the present study, for IMRT commissioning and treatment plan validation, a diversely configurable LEGO-type phantom was designed and manufactured in order to increase the efficiency of IMRT dosimetry under various practical conditions.
MATERIALS AND METHOD

LEGO-type Multi-purpose Dosimetry Phantom
The developed phantom is to be used to simulate a volume of body tissue in its interaction with ionizing radiation; therefore, selecting the phantom material is an important issue. In this study, phantom materials were chosen for four human body tissues: muscle, fat, bone, and lung. In order to select phantom materials that are physically similar to human body tissues, several physical properties were considered, including mass density, elemental composition, effective atomic number, mass attenuation coefficient, and mass energy absorption coefficient [15] .
The effective atomic number was calculated using the following formula [16] : where w i , Z i , and A i are the atomic weight fraction, the atomic number, and the atomic mass number corresponding to element 'i', respectively, and A eff is the effective atomic mass number (A eff = ∑ i w i A i ). The mass attenuation coefficients and the mass energy absorption coefficients [17] were taken from a web-based database of the National Institute of Standards and Technology (NIST).
The basic design of the multi-purpose plastic phantom was based on a LEGO-type structure. Figure 1 shows the conceptual configuration of the phantom, which was designed to be transversely and vertically sectioned into multi-size slabs for different dosimetric applications. Thus, the phantom can be altered for different dosimetric conditions, though the standard shape is a 20 20 20 cm 3 cube. Heterogeneous materials and radiation detectors can easily be inserted into any slab of the phantom. For absolute and relative dosimetry, the phantom provides dosimeter holders for a variety of dosimeters, including the following: a pinpoint ion chamber (type 31015, PTWFeiburg, Germany), a diode detector (SFD, Scanditronix Wellhofer, Germany), a Markus chamber (type 23343, PTW-Feiburg, Germany), a Roos chamber (type 34001, PTW-Feiburg, Germany), a MOSFET (model TN-1002RD, Thomson and Nielsen Electronics Ltd., Canada), and various radiographic/radiochromic films. The pinpointtype ion chamber has a small sensitive volume and superior spatial resolution compared with other ion chambers. The SFD diode detector is very robust so as to be independent of bias, pressure, and moisture, and it requires no "warmup" time. The Markus and Roos chambers are planeparallel type chambers with vented sensitive volumes of 0.055 cm 3 and 0.35 cm 3 , respectively. Finally, due to its small size, a MOSFET has properties of a 360 degree isotropic response and little beam attenuation.
Point-dose Measurement in Small Radiation Fields
The developed phantom was tested by measuring doses under both homogeneous and heterogeneous conditions, as shown in Figure 2 . For the heterogeneous condition, 3 3 3 cm 3 of heterogeneous materials (bone-substitute material and air cavity) were individually inserted into the center of the phantom at a depth of 10 cm from the surface. Among the diverse dosimeters able to be used with the phantom, two were selected to be employed 
Dose Distribution Measurement in Phantom
The dose distributions were also measured using films under homogeneous and heterogeneous conditions with an air cavity and a high-density structure (bone-substitute material) at the center (see Figure 3) . GAFCHROMIC @ EBT film (batch-number 47277-03I, International Specialty Products, Wayne, NJ) was sandwiched between the phantom slabs parallel to the beam axis through the heterogeneous materials, as shown in Figure 1 (c) . The percentage depth dose (PDD) on the film was read using an Epson 1680 Pro flatbed scanner (Epson Seiko Corporation, Nagano, Japan).
RESULTS AND DISCUSSION
LEGO-type Multi-purpose Dosimetry Phantom
Many different materials were analyzed by comparing their physical properties with those of the body tissues. Finally, polystyrene, polyethylene, polytetrafluoroethylene (PTFE), and polyurethane foam (PU-F) were selected as the alternatives to muscle, fat, bone, and lung tissue, respectively. Table 1 shows the mass densities and effective atomic numbers of the selected materials. First, the densities of the selected materials were in good agreement with the body tissues (difference: < 4%). The effective atomic numbers of the selected materials were also similar to those of the tissues, except for bone (H: 3.4%, C: 15.5%, N: 4.2%, O: 43.5%, Na: 0.1%, Ma: 0.2%, P: 10.3%, S: 0.3%, Ca: 22.5%) and PTFE (C: 22%, N: 2%, O: 28%, F: 48%). The high atomic number of bone's calcium component causes an increase in the interaction coefficients for low energy photons. Nevertheless, PTFE was selected as the best surrogate for bone because the mass attenuation coefficient data agree well for 0.1 to 10 MeV of photons, which is the principal energy range of IMRT X-rays (see Figure 4) . Note that 95% of photons in clinically used Xray beams have energy within the range of 0.1 -10 MeV. Figure 5 shows a slight mismatch between the mass energy absorption coefficients of PTFE and bone within the photon energy range of 0.1 -0.2 MeV. However, the effect on dose distribution is expected to be negligible because the energy spectrum of 6 MV X-rays, which are frequently used in IMRT, generally show less than a 2% contribution from the low energy region. Muscle, fat, and lung follow a certain trend in characteristics such as the mass attenuation coefficient and the mass energy absorption coefficients.
The LEGO-type multi-purpose dosimetry phantom was developed with the above-mentioned materials. The phantom's dosimetry conditions can be changed by stacking up the pieces. The air gap between the insertion holes and each heterogeneous material or dosimeter was minimized because the holes were carved to fit the dosimeters. Films can be sandwiched between the heterogeneous materials, and simultaneous measurements of vertical and lateral dose distributions are possible.
Point-dose Measurement in Small Radiation Fields
The developed phantom was used to measure the output factors for radiation fields ranging in size from 5 5 cm 2 down to 0.5 0.5 cm 2 (see Figure 6 ). For the first test, we measured the dosimetry in a homogeneous phantom composed of only polystyrene. In this case, the ion chamber and the diode detector agreed within a 1% discrepancy down to a field size of 1.5 1.5 cm 2 , while the differences between the two dosimeters were 11.7%, 16.4%, and 42.1% for the field sizes of 1 1 cm 2 , 0.7 0.7 cm 2 , and 0.5 0.5 cm 2 , respectively. The output factors under the heterogeneous conditions were measured using a PTFE piece and an air cavity inserted into the polystyrene phantom. For the case of the PTFE insertion into the phantom, the results were similar to those in the homogeneous case. The ion chamber and the diode detector showed good agreement for the field sizes 5 5 cm 2 -3 3 cm 2 , and the differences measured for the three field sizes less than 1.5 1.5 cm 2 were 11.9%, 23.3%, and 39.9%, respectively. When the air cavity was inserted into the polystyrene phantom, however, the measurements using the two types of dosimeter did not agree well for the field sizes less than 3 3 cm 2 . The discrepancy was as large as 41% for the 0.7 0.7 cm 2 field. The observed phenomena are due to a high dose- gradient and a lack of electron equilibrium. Detectors with a large effective volume tend to under-evaluate the dose due to the averaging effect in a region with a high dose-gradient. Also, the air volume in the ionization chamber enhances the lateral electronic disequilibrium in a small field size. As shown in Figure 6 , the ionization chamber under-evaluated both the dose in the homogeneous medium when the field size was smaller than 1.5 1.5 cm 2 , and also the dose in the heterogeneous medium when the PTEE was inserted. The insertion of the PTFE, which is a material with high density and a high atomic number, is not thought to reduce the disequilibrium effect, while the insertion of the air cube enhanced the disequilibrium effect by increasing the mean range of the secondary electrons in air. It is clear that dosimetry in small radiation fields is a challenging and difficult task, particularly under heterogeneous conditions, as demonstrated by the insertion of the air cavity into the phantom. Figure 7 shows the measured percent depth doses (PDDs) for the polystyrene with the addition of both air and the bone substitute, which were compared with those in the homogeneous media. In the air cavity, a lower PDD was observed, whereas a higher PDD was measured in the PTFE. The low density of the air cavity (ρa = 0.0013 g/cm 3 ) causes less photon interactions than in PS (ρps = 1.05 g/cm 3 ), which results in less photon attenuation. Therefore, beyond the air cavity, the relative radiological depth is smaller than a pure PS medium, which results in a higher PDD. In the air cavity, the low density extended across the travelling distance of the produced electrons, which violates the charged particle equilibrium for small field size radiation. A detailed explanation of this phenomenon can be found in the publication by Attix et al., and a similar observation was reported by Wilcox and Daskalov [6] . On the contrary, photons in the high density PTFE (ρptef = 2 g/cm 3 ) increase their interactions in the medium, thereby increasing the photon attenuation. Beyond the high density heterogeneous material, the relative radiological depth is larger and PDD is lower than that in a pure PS medium. The EBT film sandwiched in the bone substitute measured a higher dose since the stopping power ratio is larger in this environment [19] .
Dose Distribution Measurement in Phantom
CONCLUSIONS
In the present study, a LEGO-type dosimetry phantom was developed for diverse and convenient dosimetry for IMRT. In a test case study, we were able to verify that the phantom is useful for small-field dosimetry, even though the experimental results clearly showed that accurate measurement remains a challenge. Additionally, dose distributions across heterogeneous materials were measured using EBT films. Although our present study utilized tests with only simple beam geometries, more complicated combinations of beam sizes and heterogeneities are also possible when studying the measurements of point dose/dose distribution in heterogeneous media.
The data obtained herein can be compared with predictions from a radiation therapy treatment planning system to evaluate the accuracy of dose computation algorithms, or alternatively, the same data can be compared with theoretical predictions from Monte Carlo calculations for a more detailed understanding of the interface dynamics. 
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